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Abstract

Background:

In the treatment of patients with Grade 1 spondylolisthesis, the use of interspinous devices has been
controversial for nearly a decade. Several authors have suggested that Grade 1 spondylolisthesis be
considered a contraindication for interspinous device placement.

Methods:

We removed interspinous devices in six symptomatic Grade 1 spondylolisthesis patients and analyzed
pertinent literature.

Results:

All six patients reported an improvement in symptoms following device removal and subsequent
instrumented fusion. One patient who had not been able to walk due to pain regained the ability to walk.
Several articles were identified related to spondylolisthesis and interspinous devices.

Conclusions:

Regarding patients receiving interspinous devices for symptomatic lumbar spinal stenosis, several
high-quality studies have failed to demonstrate a statistical difference in outcomes between patients with or
without Grade 1 spondylolisthesis. Nevertheless, surgeons should have a high degree of suspicion when
considering use of interspinous devices in this patient population.

Keywords: Interspinous process device, interspinous process spacer, lumbar spinal stenosis, neurogenic
intermittent claudication, spondylolisthesis, X-STOP

INTRODUCTION

In recent years, interspinous devices such as interspinous process spacers (IPSs) have been shown to be
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effective in reducing symptoms of lumbar spinal stenosis (LSS) by providing constant distraction of
spinous processes. Although decompressive laminectomy has been considered the gold standard for
treating LSS, IPSs may alleviate symptoms by creating a local environment of spinal flexion via a
minimally invasive surgical approach. The relationship between spinal decompression and IPSs has been
evaluated recently in a meta-analysis and high-quality studies.[11,15,18,21] One such device, the
X-STOP  Interspinous Process Decompression (IPD ) System (Medtronic, Inc., Minneapolis, MN) has

been studied extensively since its approval by the Food and Drug Administration (FDA) in November
2005.[29] Research on the X-STOP has not been without controversy, however. One particular point of
contention among researchers has been the relationship between spondylolisthesis and X-STOP placement,
specifically whether Grade 1 degenerative spondylolisthesis should be considered a contraindication.
[2,3,7,9,10,11,12,20,26] A recent comparison of product information revealed incongruous statements
regarding Grade 1 spondylolisthesis as an indication or contraindication.[1] Concerns have been raised
about the use of other interspinous devices in the setting of Grade 1 spondylolisthesis as well.[15] The
majority of published studies regarding interspinous devices have small patient numbers and short-term
follow-up, so information about complications and possible contraindications is lacking.

We present a series of six patients who had Grade 1 spondylolisthesis at the time of interspinous device
placement and continued to have symptoms of neurogenic intermittent claudication (NIC) after surgery,
necessitating device removal and instrumented lumbar fusion.

METHODS

After approval by our institutional review board, we used two methods to analyze the relationship between
Grade 1 spondylolisthesis and interspinous device placement. First, we retrospectively reviewed the
medical records of six patients who underwent interspinous device removal at our institution. Second, we
conducted a literature search in PubMed to find articles written in English that contained data, conclusions,
or commentary regarding the use of interspinous devices in the setting of spondylolisthesis. There were
more than 200 articles found using the search criteria (“X-STOP device”), (“X-STOP” and
spondylolisthesis), and (“interspinous spacer” and spondylolisthesis). All articles were screened for
potential relevance to the research question. Information from pertinent studies was collected and analyzed,
including study design, number of patients with Grade 1 spondylolisthesis, results, and the authors’
conclusions. No formal appraisal of collected studies was conducted.

RESULTS

Our series included six patients, all women, who were treated at our institution between 2009 and 2013.
Mean age at time of interspinous device placement was 63 years (range 51-83 years), and mean time
elapsed since interspinous device placement was 35.8 months (range 3-96 months). Mean age at
presentation to our clinic was 66 years (range 52-84 years), and mean overall duration of symptoms was
6.3 years (range 2-13 years). Mean follow-up after device removal was 9.2 months (range 4-12 months).

Four patients had received X-STOP devices for symptoms of NIC due to LSS. The other two patients had
received the Aspen  device (Lanx, Inc., Broomfield, CO) for the same symptoms following

microdecompression with stabilization. All four X-STOP patients had the X-STOP device implanted at two
levels (three at L3-4/L4-5, one at L4-5/L5-S1), and the two Aspen patients had the Aspen device implanted
at only one level (L4-5 or L5-S1) [Figure 1]. The indications for initial device placement included
intractable or progressive low back pain; chronic hip, buttock, and/or leg pain; and lumbar stenosis; as well
as Grade 1 lumbar spondylolisthesis, radiculopathy, and/or spondylosis. After interspinous device
placement, all patients reported improvement in symptoms for 2 weeks to 2 months, but then all patients
reported a return of symptoms, including back and leg pain and weakness or numbness in one or both legs;
in some cases, these symptoms progressively worsened. Upon presentation, motor and sensory function
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was normal in all patients; reflexes were normal in five patients and diminished in one patient. Imaging
revealed lumbar stenosis and spondylolisthesis [Figure 2]. Patients complained of low back pain radiating
into buttocks and legs and limited range of motion of the back [Table 1].

Removal of the interspinous devices was performed because of persistent radicular lower back, buttock,
and leg pain with movement on flexion-extension films, as well as lumbar stenosis, spondylosis, and/or
spondylolisthesis. Decompression of the thecal sac and nerve roots was performed via foraminotomies,
laminectomies, and/or discectomies. Removal of the device(s) was followed by instrumentation with
arthrodesis using local bone graft, demineralized bone matrix, and/or crushed cancellous allograft. Mean
operative time was 3.5 h (range 2 h 12 min to 4 h 30 min). Findings during surgery included dystrophic
muscle, significant scar tissue (some adherent to the dura), significant stenosis, and hypertrophied ligament.
In some cases, the device barely had purchase on the spinous processes. There were no intraoperative
complications during device removal. One patient experienced a small area of skin breakdown without
drainage that was treated with oral antibiotics. Another patient developed a postoperative hematoma at the
surgery site, which was treated successfully with irrigation, debridement, and evacuation. At follow-up, all
patients reported symptom improvement, with some patients reporting complete resolution of preoperative
pain. The patient who could not walk prior to device removal due to pain could now walk without her
walker. Follow-up imaging revealed stable alignment and intact instrumentation.

DISCUSSION

The relationship between spondylolisthesis and interspinous devices has been controversial for nearly a
decade. Despite the number of interspinous devices currently available for use, there is a paucity of
published results regarding their safety and efficacy in patients with LSS, let alone in patients with
concomitant spondylolisthesis. Of the studies that have been published, the vast majority have involved the
X-STOP device.

In 2005, the FDA approved the X-STOP for the treatment of NIC due to LSS.[25] The approval applied to
patients with Grade 1 spondylolisthesis, and spondylolisthesis above Grade 1 was considered a
contraindication for X-STOP placement. Soon after, Anderson et al. reported promising outcomes
following X-STOP placement in patients with Grade 1 spondylolisthesis.[2] However, several reports were
subsequently published that cautioned against the use of the X-STOP in this patient population. Barbagallo
et al.[3] and Zucherman and Telles[30] reported that developing proper technique for X-STOP placement is
more difficult in patients with spondylolisthesis, and described important technical nuances that should be
considered before and during X-STOP placement in these patients.

We sought to determine whether or not Grade 1 spondylolisthesis should be considered a contraindication
for X-STOP placement. In our study, we report six cases of X-STOP device removal—all in patients who
had Grade 1 spondylolisthesis at the time of device placement. The results of our study, in addition to the
results of several other studies summarized in Tables 2 and 3, indicate that any degree of spondylolisthesis
should be considered a contraindication for X-STOP placement.

Generating conclusions based on case reports and small studies is difficult due to the lack of control
groups, especially when technique and experience vary between surgeons and institutions. Table 2
summarizes studies in which data were reported for both a “treatment group” (patients with
spondylolisthesis who received the X-STOP) and a “control group” (patients without spondylolisthesis who
received the X-STOP).[6,12,14,16,17,18,19,28] These studies reported results in a manner that allowed for
comparison between outcomes of X-STOP patients with and without Grade 1 spondylolisthesis. Table 3
summarizes case reports and studies in which data were not reported for both treatment and control groups.
[2,3,4,9,20,26]

The studies summarized in Table 2 were high-quality randomized controlled trials or cohort studies that
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reviewed the outcomes of patients with and without spondylolisthesis who had the X-STOP implanted,
which allowed for a direct comparison of outcomes between these two groups. Seven of these studies,
involving five different patient populations, demonstrated no significant difference in clinical outcomes in
patients with Grade 1 spondylolisthesis who underwent X-STOP placement.[6,14,16,17,18,19,28]

Nevertheless, many surgeons have noted a disproportionate amount of complications requiring reoperation
in patients with Grade 1 spondylolisthesis who have had the X-STOP implanted at a single or double
level.[8] The 2008 study by Verhoof et al.[26] is the most frequently cited study recommending that any
degree of spondylolisthesis be considered a contraindication for X-STOP placement. The authors reviewed
the medical records of nine patients with Grade 1 spondylolisthesis and found that reoperation was required
in 67% of patients. Bowers et al.[6] and Puzzilli et al.[20] endorsed the recommendation that even Grade 1
spondylolisthesis should be considered a contraindication for X-STOP placement. Puzzilli et al.[20]
reported that in five cases of spondylolisthesis at 3 years follow-up, the X-STOP had to be removed and
followed by decompression with instrumented fusion. The authors concurred that the X-STOP should not
be used in patients with spondylolisthesis suitable for instrumentation with pedicle screws. While this
information is valuable, the authors did not report how many X-STOP patients without spondylolisthesis
required reoperation, thus making a direct comparison difficult. Although Bowers et al.[6] found lower
reoperation rates in four of five patients with concurrent spondylolisthesis (80%) than in seven of eight
patients without concurrent spondylolisthesis (87%), the authors concluded that X-STOP should not be
used in patients with concurrent spondylolisthesis. In addition, Barbagallo et al. reported on the
complications seen in patients who had undergone adjacent double-level X-STOP surgery.[4] In our study,
all four of our X-STOP removal cases had the device implanted at two adjacent levels.

Kim et al. reported a 52% rate of spinous process fractures in patients with Grade 1 spondylolisthesis
compared with none in patients without spondylolisthesis.[15] The authors proposed two possible
mechanisms for this high fracture rate. First, spondylolisthesis changes the contact point with the cephalad
vertebrae, and this contact point may be a weaker part of the spinous process. Alternatively, interspinous
spacers may cause the spinous processes to bear more weight through distraction of the posterior column.
Early mechanical studies showed that patients with spondylolisthesis may have lower bone fatigue strength.
[13,24] Talwar et al. found that the force on the spinous process required to insert the X-STOP was below
the average static failure forces; however, after insertion, there was still a residual higher state of stress on
the spinous processes of patients with lower bone fatigue strength (i.e. patients with spondylolisthesis) that
could lead to pain from gradual fatigue crack formation.[22] Wiseman et al. found that the X-STOP
decreased pressure across the facet joints.[27] As noted by Bono et al.[5] and Kabir et al.,[14] this
decreased pressure might over time decrease the pain originating from these joints. Toyone et al. reported
that patients with spondylolisthesis (including Grade 1) had a significantly different lumbar facet angle than
patients without spondylolisthesis.[23] It is possible that this change in facet orientation influences the
ability of the device to decrease pressure and therefore to decrease pain over time.

In conclusion, we report six patients who required interspinous device removal and subsequent surgical
decompression, all of whom had Grade 1 spondylolisthesis at the time of device placement. Review of the
literature revealed several high-quality studies that found no statistically significant difference in outcomes
between patients with or without Grade 1 spondylolisthesis receiving the X-STOP implant. However,
surgeons should have a high degree of suspicion of potential complications in patients with Grade 1
spondylolisthesis who received an interspinous device, as many technical aspects may not have been
considered before and during placement.

Footnotes

Available FREE in open access from: http://www.surgicalneurologyint.com/text.asp?2015/6/1/54/154461
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Figure 1

Neutral lateral X-rays show interspinous process devices at L4-5 and L5-S1, with minimal spondylolisthesis

Grade 1 spondylolisthesis and interspinous device placement: removal in... http://www.ncbi.nlm.nih.gov/pmc/articles/PMC4395982/?report=printable

8 of 12 11/12/2015 9:11 AM



Figure 2

Extension films show exaggeration of the spondylolisthesis
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Table 1

Summary of patient characteristics
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Table 2

Studies on Spondylolisthesis and X-STOP Placement with Controls
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Table 3

Studies on spondylolisthesis and X-STOP placement without controls
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